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Background: Microbiological laboratories seek technologically innovative solutions to cope 
with large numbers of samples and limited personnel and financial resources. One plat- 
form that has recently become available is the Kiestra Total Laboratory Automation (TLA) 
system (BD Kiestra B.V., the Netherlands). This fully automated sample processing sys- 
tem, equipped with digital imaging technology, allows superior detection of microbial 
growth. Combining this approach with matrix-assisted laser desorption ionization time-of- 
flight mass spectrometry (MS) (Bruker Daltonik, Germany) is expected to enable more 
rapid identification of pathogens. 

Methods: Early growth detection by digital imaging using Kiestra TLA combined with MS 
was compared to conventional methods (CM) of detection. Accuracy and time taken for 
microbial identification were evaluated for the two methods in 219 clinical blood culture 
isolates. The possible clinical impact of earlier microbial identification was assessed ac- 
cording to antibiotic treatment prescription. 

Results: Pathogen identification using Kiestra TLA combined with MS resulted in a 30.6 
hr time gain per isolate compared to CM. Pathogens were successfully identified in 98.4% 
(249/253) of all tested isolates. Early microbial identification without susceptibility testing 
led to an adjustment of antibiotic regimen in 12% (24/200) of patients. 

Conclusions: The requisite 24 hr incubation time for microbial pathogens to reach suffi- 
cient growth for susceptibility testing and identification would be shortened by the imple- 
mentation of Kiestra TLA in combination with MS, compared to the use of CM. Not only 
can this method optimize workflow and reduce costs, but it can allow potentially life-saving 
switches in antibiotic regimen to be initiated sooner. 
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Maldi-tof mass spectrometry Antibiotic switch. Efficiency 
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INTRODUCTION 

Until recently in most microbiological laboratories, routine iden- 
tification of clinically relevant bacteria and yeasts was based on 
conventional methods (CM), including Gram staining and cul- 
ture of clinical specimens, followed by biochemical or genome- 
based species identification [1]. Complete identification usually 



takes up to two days or even longer for fastidious organisms. 
With ever-increasing sample loads and decreasing financial re- 
sources and personnel, there is a need for automated technolo- 
gies in clinical bacteriology [2]. The time spent on inoculation of 
agar plates and broth by full-time technicians can be reduced 
by 50-70% by automation [2]. One currently available solution 
for total laboratory automation (TLA) is the Kiestra system (BD 
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Kiestra B.V., Drachten, the Netherlands). 

The Kiestra TLA system consists of distinct modules linked by 
a conveyor/track system that can be used in various combina- 
tions to create the full TLA system [3]. Digital images of agar 
plates are automatically produced at set time points using differ- 
ent lighting and exposure settings, aimed at superior detection 
of (early) growth. More rapid detection of microbial growth offers 
the possibility of initiating microbiological testing at an earlier 
time. This potentially benefits clinical care, and also prevents 
the emergence of antimicrobial resistance by faster optimization 
of antibiotic therapy [4]. However, no studies to date have de- 
fined a threshold of microbial growth detection using TLA to ad- 
dress whether and to what extent antibiotic regimens are actu- 
ally adjusted when results of microbial identification become 
available. 

In this study Kiestra TLA was used in combination with matrix- 
assisted laser desorption ionization time-of-flight mass spectrom- 
etry (MS) for microbial identification in clinical specimens. Com- 
pared to CM, an automated method provides accurate, rapid, 
and inexpensive identification of microorganisms, although the 
initial cost of acquisition is considerable [3]. Three aspects of 
TLA relevant to clinical microbiology were evaluated. First, the 
speed of identification using the Kiestra TLA system in combina- 
tion with MS was investigated, and a threshold of growth detec- 
tion for important organisms was defined. Second, the use of 
Kiestra TLA in combination with MS was compared to CM in 
terms of accuracy and time taken for microbial identification in 
clinical blood culture (BC) isolates. Third, the potential clinical 
impact of improved speed of identification was assessed by eval- 
uating how an earlier availability of microbial identification results 
might influence the prescription of antibiotic treatment. 

METHODS 

1. Detection of microbial culture growth by Kiestra TLA 
digital imaging 

Of 12 aerobic microbial species that frequently cause sepsis [5, 
6], an exact dilution series was created at concentrations of Ix 
10^ lxlO^ 1x10*, and 1x10^ colony-forming units (CFU)/mL 
to identify the threshold of growth detection by Kiestra TLA (Table 
1). Ten microliters of each dilution were inoculated per agar plate 
containing different media. Gram-negative rods were inoculated 
on Columbia sheep blood (COS), chocolate polyvitex (PVX), and 
CPS3 plates, while Gram-positive cocci and yeasts were inocu- 
lated on COS and PVX plates. All plates were purchased from 
bioMerieux Clinical Diagnostics (Marcy I'Etoile, France). Two 



Table 1. Minimum incubation time required for detection of growth 
and successful subsequent identification by MS for various species 

Strain Minimum incubation time, mean, hr (95% CI) 



Gram-negative rods 


9.6(9.0-10.1) 


Enterobacter cloacae 


8.7 (7.6-9.7) 


Escherichia coli 


10.4 (8.7-12.1) 


Klebsiella oxytoca 


8.8 (8.2-9.3) 


Pseudomonas aeruginosa 


10.5(9.8-11.2) 


Gram-positive cocci 


10.4(9.6-11.2) 


Enterococcus faecium 


8.3 (7.2-9.3) 


Staphylococcus aureus 


9.5(8.1-10.9) 


Staphylococcus epidermidis 


13.4(11.0-15.9) 


Streptococcus agatacticae 


9.4(7.2-11.6) 


Streptococcus mitis 


11.2(8.6-13.8) 


Streptococcus pneumoniae 


10.4 (8.4-12.3) 


Streptococcus pyogenes 


10.9(8.1-13.8) 


Yeasts 


Candida albicans 


12.4(9.4-15.5) 



Abbreviations: MS, matrix-assisted laser desorption ionization time-of-flight 
mass spectrometry; CI, confidence interval. 



plates per dilution and type of media were inoculated and incu- 
bated in Kiestra TLA under appropriate culture conditions. En- 
terobactehaceae, non-fermenters, staphylococci, enterococci, 
and yeasts were incubated at 37°C; streptococci were incubated 
at 37°C with addition of 5% CO2. Digital images of agar plates 
were automatically taken after 4, 6, 8, 10, 12, and 18 hr incuba- 
tion using 10 different lighting and exposure settings to detect 
early microbial growth. For each strain and dilution (n=96), the 
minimum incubation time until detection of microbial growth in 
Kiestra TLA and time until sufficient material could be obtained 
to successfully perform subsequent MS, was calculated as the 
mean of all measurements at all concentrations. 

2. Clinical isolates 

Clinical isolates were recovered from blood samples incubated 
in the BacT/Alert 3D automated microbial detection system 
(bioMerieux Clinical Diagnostics). After Gram staining, isolates 
were inoculated on appropriate media based on the Gram stain- 
ing result, incubated at 37°C overnight, and further analyzed by 
CM and retrospectively by MS. Identification results obtained by 
the two methods were compared, and concordant results were 
considered definitive. Discrepancies were resolved by partial 
16S ribosomal RNA (rRNA) sequencing, as described else- 
where [7, 8]. 
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3. Microbial identification by CM 

Disk-diffusion susceptibiiity testing was performed directiy from 
BCs. Identification was performed witli commonly used CM, e.g., 
in-house biochemical tests for identification of Enterobacteha- 
ceae, Slidex Staph Plus (bioMerieux Clinical Diagnostics) for 
staphylococci, API 20 Strep (bioMerieux Clinical Diagnostics) for 
streptococci, AUXACOLOR (Sanofi Diagnostics Pasteur Inc., 
Lyon, France) for yeasts, etc. If the results for Entembacteha- 
ceae were inconclusive, automated biochemical identification 
was performed using VITEK2 (bioMerieux Clinical Diagnostics). 
If CM gave inconclusive results, 16S rRNA sequencing was per- 
formed to obtain a positive identification. 

4. Microbial identification by MS 

A thin film of bacteria or yeasts was deposited on an MS steel 
target plate and overlaid with 1 |jL matrix solution (saturated so- 
lution of a-cyano-4-hydroxy-cinnamic acid in 50% acetonitrile 
and 2.5% trifluoroaceticacid). Each microorganism was tested 
in duplicate. Isolates that could not be identified directly were 
retested after an acetonitrile/formic acid extraction, as described 
elsewhere [9]. Measurements were performed with a Microflex 
mass spectrometer (Bruker Daltonik, Bremen, Germany) using 
Flex Control software (v3.0). Spectra were recorded using de- 
fault settings. The spectra were imported into the MALDI Bio- 
typer software (v2.0.43.8; Bruker Daltonik) and analyzed by 
standard spectra pattern matching. The results were expressed 
as scores ranging from 0 to 3. Scores below 1.7 were regarded 
as unreliable; scores > 1.7 were considered as a reliable identifi- 
cation of genus; and scores >2.0 were deemed as a reliable 
identification of species. Results were considered definitive 
when identifications by MS in duplicate tests matched exactly 
and scores were >2.0. In cases of discrepant results, identifica- 
tions with a score >2.0 overruled those with a score <2.0. Iso- 
lates were retested if both scores were <2.0. If scores were 
<2.0 after retesting, identification was considered unsuccessful. 

5. Data collection for evaluation of clinical impact 

Logistical data were obtained for 219 consecutive positive BCs 
collected from patients admitted to the hospital, including the 
times at which results from Gram staining, pathogen identifica- 
tion, and susceptibility testing became available. Clinical data 
was also obtained, including diagnosis, types and duration of 
antibiotic treatment during admission, and duration of hospital 
stay Specifically, a retrospective appraisal was made to deter- 
mine when and if the antibiotic treatment regimen was adjusted 
on the basis of the availability of preliminary and final pathogen 



analysis results. Gram staining, pathogen identification, and 
susceptibility testing results of positive BCs were communicated 
directly to the clinician, and advice on antimicrobial therapy was 
given as is customary at the hospital. Results were subsequently 
reported in the electronic patient record system. 

6. Statistical analysis 

Statistical analyses were performed with SPSS 19.0 (SPSS Inc., 
Chicago, IL, USA). Descriptive statistics were used for data anal- 
ysis. Categorical and continuous variables were analyzed using 
the chi-square test. Student t-test, or nonparametric tests to as- 
sess differences in time to microbial identification of MS and 
CM. P values <0.05 were regarded as significant. The normal 
distribution of data sets was confirmed by the Shapiro-Wilk test. 

RESULTS 

1. Time required for microbial detection by Kiestra TLA and 
subsequent MS identification 

The preparation, measurement, and analysis of samples, in- 
cluding the time needed to perform the extraction protocol and 
obtain a second measurement by MS only without prior incuba- 
tion in Kiestra TLA, took an average of 2.5 min per spot. Detec- 
tion of microbial growth by Kiestra TLA and successful subse- 
quent MS identification was achieved after different incubation 
times, depending on the species and concentrations. At higher 
concentrations (1x10** and 1x10*^ CFU/mL), MS could reliably 
be performed on average after 7.9 hr (95% confidence interval 
[CI], 7.5-8.1) of incubation, while 12.9 hr (95% CI, 12.2-13.5) 
were needed for lower concentrations (1 x IC and 1 x 10^ CFU/ 
mL). At lower concentrations, 7.6% (17/223) of plates were 
sterile and were excluded from the analysis. Minimum incuba- 
tion time at all concentrations was shortest for Gram-negative 
rods, with a mean of 9.6 hr (95% CI, 9.0-10.1), followed by 
Gram-positive cocci at 10.4 hr (95% CI, 9.6-11.2), and was lon- 
gest for yeasts at 12.4 hr (95% CI, 9.4-15.5) (Table 1). On aver- 
age, identification by Kiestra TLA and MS was 30.6 hr faster 
than identification by CM. The minimum incubation and identi- 
fication time needed per isolate for CM and for Kiestra TLA 
combined with MS were 41.6 hr and 11.04 hr, respectively 

2. Comparison of CM and MS for microbial identification in 
clinical isolates 

Of 219 consecutive positive BCs that were assessed, 10.1% 
contained two or more species, and 1.8% were considered false 
positives as no microorganisms were detected by Gram stain- 
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Table 2. Rates of microbial identification by IVIS and CIV! 

Isolated strain MS CM Isolated strain MS CM 



correct ID/species correct ID/species correct ID/species correct ID/species 

MID/genus MID/no ID MID/genus MID/no ID MID/genus MID/no ID MID/genus MID/no ID 



AchfomobsctBr ruhlBndii 


3/0/0/0 


3/0/0/0 


Prnninni '^npcip'^ 


2/0/0/0 


2/0/0/0 


ArhrnmntiPirfpr y\/ln<:nyi(i^n<: 

nLinUIIIUUaLLCI AyiUoUAlUaito 


?/n/n/n 

£.1 \jI \jI U 


?/n/n/n 

LI U/ U/ U 


P<:piidnmnn^<: ^^pntdinn^^ 

1 OCUUUttlUlluo aCI U^IIIUoa 


1 /n/n/n 

LI \JI \JI U 


1 /n/n/n 

LI \JI \jI U 


nUIIICLUUaLiLCI jfJCLICj 


1 /n/n/fi 

LI U/ U/ U 


1 /n/n/n 

LI U/ U/ U 


Pzpiidnmf)n^<: hnrhnri 

1 jCUUUItlUllclO UUI UUI 1 


1/1/0/1 


1/0/2/0 


/^prnrnrriK iirin^P 

nCIULULiLiUJ ultllaC 


1/0/0/1 


?/n/n/n 

LI U/ U/ U 


Rnfhi^ miiril^(xinn<i^ 

IxULItla IIIULIICl^lllUOCj 


?/n/n/n 

LI \JI \JI U 


1/0/1/0 


R^irfprnidp^ fr^ailK 

UaLiLCIUIuCj liaglllo 


1/n/n/n 

1/ u/ u/ u 


1 /n/n/n 


^prr^iti^ murrpzrpnz 

OCI 1 aLla III£jILiCjLCIIj 


9/n/n/n 

LI \JI \JI U 


2/n/n/n 

LI \JI \jI U 


R^rfprnidp<i iinifnrmi<; 

UaLilCI UtUCo UlltlUI lltio 


LI \jI \jI U 


LI \JI \JI U 


^f^nhulnrnrni^ ^iirpii<: 

OLajjnyiULiULiLUj aUICUO 


?7/n/n/n 

LI IKjIKjIKj 


27/n/n/n 

L 1 1 \JI \JI \J 


\jallUIUa alUILal Ij 


d/n/n/n 

t/ u/ u/ u 


d/n/n/n 

*+/ u/ u/ u 


OLajJIiyiULULLUj LCjjJILlJ 


17/n/n/n 


1 7/n/n/n 


Ci^ndid^ diihlinipiTii^ 

\jai luiua uuuiii iici loio 


Vfl/O/fl 

Ol \Jl \Jl u 


3/0/0/0 


^t?inh\/lnrnrrii^ pnidprmidi'i 


33/n/n/n 

ij \ji \ji \ji \j 


3 3/n/n/n 

ij<ji \ji \ji \j 


r^indidii (xl^hr^f^ 

LiallUlUa glaUlala 


1/n/n/n 

1/ u/ u/ u 


1 /n/n/n 

LI Ml U/U 


^f^tnhvlnrnmi^ hnminiz 

Olayiiyi\J\j\J\j\jUo liUlllllllJ 


R/n/n/n 

Ol \jI \JI u 


8/n/n/n 

Ol \JI \jI U 


r,ntvnph!^rfpriiim miirifi^riptri 

\juiyi icuaijt.ui luiii iiiuuiiaijiuiio 


n/i/n/n 

\jl 11 \Jl u 


n/n/n/1 

U/ U/ \Jl L 


^f^inhvlnrnrrii^ lupdunpn^i^ 

>j\.ufJityi\J\j\J\j\jLio lu^uui ici lolo 


3/n/n/n 

\ji \ji \ji \j 


3/n/n/n 

\Jl \Jl \JI u 


riinri^\/idiK n^iiniliiz 

UUfJIIaVtUuo fJauLUIUo 


?/n/n/n 

LI U/ U/ U 


?/n/n/n 

u/ u/ u 


^f^nhvlnrnrni^ npffpnUnfpn 

OLajJIIylULULLUj jJCLLCIInUICI 1 


1 /n/n/n 

LI \JI \JI U 


1 /n/n/n 

LI \JI \jI U 


Fnfprnhi^rfpr rln^rup 

LlllCIUUaLilCI LiUaLaC 


fi/n/n/n 

u/ u/ u/ u 


fi/n/n/n 

u/ u/ u/ u 


^t^nhvlnrnrriK wpirnpri 

OLajJIiyiULULLUj VVejl IICI 1 


fi/n/n/n 

U/ u/ u/ u 


fi/n/n/n 

u/ yji \Ji u 


Enterococcus faecalis 


12/0/0/0 


12/0/0/0 


streptococcus australis 


1/0/0/0 


0/1/0/0 


Enterococcus faecium 


20/0/0/0 


20/0/0/0 


Streptococcus bovis 


1/0/0/0 


1/0/0/0 


Escherichia coli 


39/0/0/0 


39/0/0/0 


Streptococcus constellatus 


2/0/0/0 


2/0/0/0 


Haemophilus influenzae 


1/0/0/0 


1/0/0/0 


Streptococcus gallolyticus 


2/0/0/0 


2/0/0/0 


Klebsiella oxytoca 


9/0/0/0 


9/0/0/0 


Streptococcus gordonii 


1/0/0/0 


1/0/0/0 


Klebsiella pneumoniae 


1/0/0/0 


1/0/0/0 


Streptococcus milleri 


2/0/0/0 


2/0/0/0 


Lactobacillus species 


2/0/0/0 


2/0/0/0 


Streptococcus mitis 


6/0/0/0 


6/0/0/0 


Micrococcus luteus 


4/0/0/0 


4/0/0/0 


Streptcoccus oralis 


2/0/0/0 


2/0/0/0 


Paenibacillus pabuli 


2/0/0/0 


2/0/0/0 


Streptococcus parasangulnis 


2/0/0/0 


2/0/0/0 


Peptoniphilus asaccharolyticus 


1/0/0/0 


1/0/0/0 


Streptococcus pneumoniae 


8/0/0/0 


8/0/0/0 


Proteus mirabilis 


2/0/0/0 


2/0/0/0 


Total 


249/2/0/2 


249/1/3/1 



Abbreviations: MS, matrix-assisted laser desorption ionization time-of-flight mass spectrometry; CM, conventional methods; ID, identification; MID, misidenti- 
fication. 



ing, acridine orange staining, or by culturing. All isolated species 
are listed in Table 2. From the moment that a positive BC was 
unloaded from the BacT/Alert system, an average time of 48.5 
min (95% CI, 45-52) was required for Gram staining and inocu- 
lation on agar plates to be completed. 

Of 253 clinical isolates, 239 (94.9%) were correctly identified 
by MS using only smear preparations. For the remaining 14 iso- 
lates, identification was repeated following an acetonitrile/formic 
acid extraction, which increased the overall identification rate to 
98.4% (249/253). Identification by CM and MS were concor- 
dant in 97.6% of all isolates. Discrepancies were resolved by 
partial 16S rRNA sequencing. CM and MS identification was 
considered discrepant when the results differed either on genus 
or species level, which occurred in 2.4% of all isolates. The re- 
sults of the 16S rRNA sequencing were considered as correct 
identification; results obtained by MS and CM were compared 
to 16S rRNA results and considered correctly identified or mis- 



identified accordingly. Sequencing revealed that results ob- 
tained by MS had lower misidentification rates at the genus level 
(0% vs. 1.2%), while rates at the species level were higher 
(0.8% vs. 0.4%) (Table 2). 

3. Time required for identification by CM 

A mean period of 1.9 days (95% CI, 1.7-2.0) was required to 
complete microbial identification by CM, calculated from the 
time at which the technician began processing the positive BC. 
There was no significant difference in time required for identifi- 
cation between Gram-positive (mean = 1.7 days; 95% CI, 1.5- 
1.8) and Gram-negative bacteria (mean = 2.0 days; 95% CI, 
1.7-2.3) (P=0.06). The identification of yeasts took significantly 
longer than bacterial identification with an average of 5.2 days 
(95% CI, 3.9-6.4) per isolate compared to 1.8 days for bacteria 
(95% CI, 1.6-1.9) (P=0.001). 
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Table 3. Adjustment of treatment regimen on the basis of pathogen analysis* 



Gram staining 


ID only 


ID and susceptibility result 


No adjustment after completion of pathogen analysis 


Invalid results^ 


29 (14.5) 


24(12) 


69 (34.5) 


67 (33.5) 


11(5.5) 



*Data are presented as number of patients (% of all patients, n=200); 'Results were invalid, if the patient died, was discharged before completion of patho- 
gen analysis, or for falsely positive blood cultures. 
Abbreviation: ID, identification. 



4. Effect of pathogen analysis on antibiotic treatment 
regimen 

In 14.5% of cases, the treatment regimen was adjusted after 
Gram-staining results became available and was not changed 
on availability of microbial identification results (Table 3). Avail- 
ability of these results led to adjustment of the antibiotic regi- 
men in 46.5% of patients. However, in 12% of patients, the rea- 
son for adjustment could be traced to knowledge of the patho- 
gen identity only, since in these patients, the antibiotic suscepti- 
bility results were not yet available at the same time that identifi- 
cation results were reported. In 33.5% of cases, no adjustments 
were made in response to the availability of identification results. 

DISCUSSION 

The present findings demonstrate the potential for improving 
the effectiveness and efficiency of microbiological laboratories 
by implementing TLA systems. The reduction in incubation time 
using Kiestra TLA enables earlier identification of pathogens in 
clinical samples. The time required for sufficient microbial 
growth for successful subsequent MS analysis was longer for 
yeasts and lower concentrations (Fig. 1). Nevertheless, the re- 
sults show that incubation time of bacterial cultures on solid 
media can be decreased depending on the bacterial load of the 
sample (Fig. 1). Moreover, with the impending addition of a 
large collection of yeasts to the Bruker database, the time re- 
quired to identify clinically important Candida species by MS is 
expected to decrease substantially. 

These findings confirmed the previous findings that MS is a 
rapid and reliable method for pathogen identification, with an 
overall successful identification rate of 98.4% and low misiden- 
tification rates [9-13]. The MS technology is economical, requir- 
ing few consumables, making it a favorable addition to any high- 
throughput system for bacteriological identification and suscep- 
tibility testing [14]. Furthermore, by combining this method with 
Kiestra TLA, the limitations of identification by MS can be over- 
come. First, an alternate system of identification in case of erro- 
neous database entries is available, since the accuracy of iden- 
tification by MS is highly dependent on the reference database 
[10]. Second, the Kiestra TLA system offers the possibility of 



22.0 



17.0 



12.0 



7.0 



2.0 



I 



I 



^^^^ 



strains per concentration 

Fig. 1. Minimum incubation time required for detection of growth 
and successful subsequent identification by MS by strain and con- 
centration. Error bars represent 95% CI. High, strains at higher 
concentrations (1x10*^ and 1x10'' CFU/mL); low, strains at lower 
concentrations (1 x 10^ and 1 x 10^ CFU/mL). 
Abbreviations: MS, matrix-assisted laser desorption ionization time-of-flight 
mass spectrometry; Neg, Gram-negative; Pos, Gram-positive; CI, confidence 
interval. 

performing additional tests; for instance, in case of misidentifi- 
cation of phylogenetically similar species such as Shigella and 
Escherichia. Third, it is sometimes necessary to identify patho- 
gens not included in the database by CM. 

MS can be used for the identification of strains directly from 
positive Bactec BC bottles (BD, Franklin Lakes, NJ, USA) [15]. 
However, direct MS from BacT/Alert BCs containing activated 
charcoal is ineffective and less reliable than using the Sepsi- 
typer kit (Bruker Daltonik) combined with the extraction proce- 
dure used in the authors' laboratory The latter yielded positive 
identification rates of 51/90 (56.6%) for BacT/Alert BCs; genus 
and species identification was obtained for 38/90 (42.2%) sam- 
ples, and genus identification only for 13/90 (14.4%) (data not 
shown). In staphylococci, rates of correct identification were low 
(9/35; 25.7%), while for Entembacteriaceae, the rates were 
100% (20/20). This is in accordance with the findings of other 
groups that used Sepsityper, who found significantly lower iden- 
tification rates for Gram-positive (42.3-78%) compared to Gram- 
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negative (91.5-99%) bacteria [16, 17]. Direct MS from BCs, re- 
gardless of tine manufacturer, is labor-intensive and does not re- 
place bacterial culture preparation, since this is still required in 
order to perform susceptibility tests and exclude bacterial mix- 
tures. Given that 10.1% of BCs were found to contain more than 
one species, this is an important consideration, especially since 
mixed cultures are not amenable to identification by MS [15]. 

Some limitations were present in this study. The BC contents 
were not directly streaked on chromogenic agar medium for the 
identification of clinically relevant Candida species, since sensi- 
tivity is low even for the most commonly isolated species (e.g., 
71% for Candida albicans) [18]. In addition, no comparisons 
were made between the combined Kiestra TLA/MS method and 
the direct biochemical identification from positive BCs by VITEK, 
since identification rates were not sufficiently high. In a study in 
this laboratory, 218 positive BacT/Alert BCs containing Gram- 
negative rods were tested directly using VITEK2. Of these, 183 
contained Enterobacteriaceae, of which 145 (79.2%) were cor- 
rectly identified. The remaining 35 were non-fermenters, of 
which 31 (88.6%) were correctly identified, resulting in an over- 
all identification rate of only 80.7%. The overall processing time 
was 6.9 min per measurement, and the mean time required for 
identification was 5.2 hr (data not shown). Hence, only a mod- 
erate gain in time was achieved by this method, with the added 
disadvantage that mixed cultures and -20% of Gram-negative 
bacteria could not be identified; misidentification rates for Gram- 
positive bacteria were even higher [19]. Since the Kiestra TLA 
system used in this study was not connected to an anaerobic 
incubator, anaerobic bacteria were not evaluated. However, in 
this study anaerobic bacteria were found in only a small fraction 
of positive BCs (3.2%) (see Table 2). Since only clinical isolates 
recovered from blood were used, common sepsis-causing bac- 
teria were overrepresented in this study, which was primarily a 
pilot study intended to evaluate potential gain. A randomized, 
controlled trial comparing the use of TLA to CM is needed in or- 
der to evaluate actual benefits of an automated system in terms 
of morbidity, mortality, and health care costs. 

Nonetheless, using automated technology such as Kiestra 
TLA makes timely pathogen identification by subsequent MS 
possible. The assessment of clinical impact (Table 3) suggested 
that early identification alone could lead to an antibiotic switch 
in 12% of cases, in addition to the 14.5% of cases, in which a 
switch was made on the basis of Gram staining results. Antibi- 
otic treatment tailored to the causative pathogen is beneficial to 
the patient, potentially leading to reductions in morbidity and 
mortality, while having economic benefits such as shorter hospi- 



tal stay. Numerous studies have shown that adjustment of anti- 
microbial therapy for bloodstream infections based on availabil- 
ity of antibiotic susceptibility results can improve clinical out- 
come [20-23]. 

The implementation of Kiestra TLA would shorten the first 24 
hr of incubation time, which typically elapses before identifica- 
tion procedures and susceptibility testing are initiated. For sus- 
ceptibility testing, there are benefits to using digital imaging for 
automatic reading and interpretation [14], since detection and 
interpretation of inhibition zones by Kiestra TLA can be achieved 
much more rapidly than by the naked eye, and standardization 
of prior readings is feasible. By expanding Kiestra TLA to all 
samples and integrating an automated colony picking system, 
such as MalditofA (BD Kiestra B.V.), the utility of this system will 
be further enhanced. With the combination of automated, con- 
tinuously operating systems and rapid and reliable identification 
methods such as MS, laboratory workflow can be optimized, 
costs reduced, and pathogen identification quickened, which 
can lead to earlier potentially life-saving switches in antibiotic 
regimens for patients. 
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